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INTRODUCTION {#ner12970-sec-0008}
============

Spinal cord stimulation (SCS) occupies an important position among the growing number of modalities used to treat chronic pain and, in some cases, can reduce or eliminate the need for opioids. SCS is a reversible augmentative treatment that acts on the intact (though sometimes damaged) nervous system. Since the 1970s, SCS has been trialed using a temporarily percutaneous electrode connected to an external pulse generator (PG) to mimic long‐term treatment and identify subjects who are likely to have a successful response [1](#ner12970-bib-0001){ref-type="ref"}. The percutaneous external connector between the temporary electrode and the external PG limits the duration of such SCS screening trials due to potential contamination that would increase the risk of infection [2](#ner12970-bib-0002){ref-type="ref"}, [3](#ner12970-bib-0003){ref-type="ref"}, [4](#ner12970-bib-0004){ref-type="ref"}. In addition, temporary percutaneous electrodes have been reported to cause inflammatory and fibrous tissue formation, which can interfere with second stage placement of percutaneous or paddle electrodes for chronic use [5](#ner12970-bib-0005){ref-type="ref"}.

Newer wireless technology has eliminated the need for a percutaneous electrical connection, allowing the trial phase to be extended as long as necessary, testing as many waveforms and settings as needed to achieve and confirm success or failure of treatment [6](#ner12970-bib-0006){ref-type="ref"}. A successful implant may then remain in place permanently, eliminating the need for its removal and for implantation of new components (generator, extension cables, and new electrodes when required) that expose patients to additional discomfort and the risk of additional cost to payers [7](#ner12970-bib-0007){ref-type="ref"}, [8](#ner12970-bib-0008){ref-type="ref"}, [9](#ner12970-bib-0009){ref-type="ref"}.

Here we report clinical outcomes and complications associated with the wireless implanted system in the 30‐day trial phase of a randomized controlled trial (RCT) comparing 10 kHz high frequency stimulation (HFS) with lower frequency stimulation (LFS), of 1500 Hz or less.

METHODS {#ner12970-sec-0009}
=======

Patient Selection Criteria {#ner12970-sec-0010}
--------------------------

Subjects all suffered from chronic back or back and leg pain (including predominant low back pain) following lumbosacral spine surgery, with an average back pain score of at least 5 on a 0 to 10 visual analog scale (VAS) recorded on a pain diary for 14 days after baseline assessment. As detailed in Appendix, the inclusion and exclusion criteria were those generally used in SCS studies in patients with persistent or recurrent pain following lumbosacral spine surgery.

Implant Procedure {#ner12970-sec-0011}
-----------------

Wireless SCS systems were implanted in a single stage: Under local anesthesia and minimal, if any, sedation, two 8‐contact permanent stimulators (Freedom‐8A SCS System, Stimwave®, Pompano Beach, FL) were placed percutaneously---One with the distal tip at the cephalad margin of T8, and the other with the distal tip at the cephalad margin of T9, as shown in Fig. [1](#ner12970-fig-0001){ref-type="fig"}. A receiver was advanced down the lumen of each stimulator and position was confirmed by fluoroscopy. A small, external, rechargeable transmitter was used for paresthesia mapping to guide positioning on or near the physiologic midline. Each device with mated receiver was then secured to the supraspinous ligament using nonabsorbable sutures and, at practitioner discretion, any of several standard commercially available anchors. No practitioner chose to use adhesive with any anchor [10](#ner12970-bib-0010){ref-type="ref"}. A tunneling tool was then used to pass each device with mated receiver distally to a separate, small incision, where it was knotted, looped, and secured in a subcutaneous pocket. The incisions were then closed. Fluoroscopy was used to confirm the location of marker bands on the receiver to provide guidance for external antenna placement.

![Anterior--posterior image showing placement of two 8‐contact dorsal epidural electrode arrays with tips at the superior endplates of T8 and T9 vertebral levels, per protocol for all subjects in the study. \[Color figure can be viewed at <http://wileyonlinelibrary.com>\]](NER-23-96-g001){#ner12970-fig-0001}

Randomization and Programming {#ner12970-sec-0012}
-----------------------------

Subjects were randomized (1:1) to receive either HFS, 10 kHz at a pulse width of 30 μsec, or LFS, 50 to 1500 Hz with pulse widths between 30 and 1000 μsec. The devices were activated and programmed during the implant procedures, per randomized treatment assignments transmitted in numbered sealed opaque envelopes. Active electrode selections could be reprogrammed during the trial period in response to feedback from the subjects. HFS pulse parameters were fixed, and the active contact positions were varied during the trial based on reported pain relief. LFS parameters included 1) conventional "tonic" stimulation at 60 Hz with a pulse width of 300 μsec, 2) "high density" tonic stimulation at 1000 to 1500 Hz, and 3) burst stimulation consisting of between 4 and 10 pulses at a frequency of 500 to 1000 Hz, repeated 40 to 60 times per second. Patients assessed all three LFS waveforms on resulting pain relief.

Analysis {#ner12970-sec-0013}
--------

We defined trial success as at least 50% reduction in VAS score from baseline at 30 days; this was the primary outcome. We performed intention‐to‐treat analyses using Fisher\'s exact test statistics to evaluate the null hypothesis that the categorical variables were independent.

RESULTS {#ner12970-sec-0014}
=======

Table [1](#ner12970-tbl-0001){ref-type="table"} presents demographics, baseline characteristics, and the trial responder rates. Of the 99 subjects randomized, 50 were male. The average age was 59.2 years, and the mean duration of pain was 10.5 years. All subjects had a history of lumbosacral spine surgery and most (64 of 99) reported predominant low back pain (based upon VAS ratings of low back and of leg pain at study entry).

###### 

Baseline Demographics, Characteristics, and 1‐Month Response Rates.

  ---------------------------------- ----------------- ----------------- --------------------- ------------------
                                     HFS (*N* = 50)    LFS (*N* = 49)    Total (*N* = 99)      Success, *N* (%)
  Age mean years (SD)                59.40 (12)        59.00 (11)        59.18 (12)            
  Sex (male/female), *N* (%)         23 (46)/27 (54)   27 (55)/22 (45)   50 (50.5)/49 (49.5)   
  Height mean inches (SD)            66.40 (4)         66.60 (3)         66.50 (4)             
  Weight mean pounds (SD)            202.00 (45)       180.24 (44)       185.50 (45)           
  Pain duration mean years (SD)      10.23 (9)         10.88 (8)         10.52 (9)             
  Primary back pain, *N* (%)         38 (60)           34 (69)           64 (65)               59/64 (92)
  Primary leg pain, *N* (%)          18 (36)           13 (27)           31 (31)               28/35 (80)
  Equal back and leg pain, *N* (%)   2 (4)             2 (4)             4 (4)                 
  Success, *N* (%)                   46/50 (92)        41/49 (84)        87/99 (88)            
  ---------------------------------- ----------------- ----------------- --------------------- ------------------

SD = standard deviation; *N* = number.

Ninety‐eight of the 99 subjects completed the 30‐day trial (one subject in the LFS group withdrew after 1 week and was counted as a failure). The overall trial success rate was 88% (87/99), with an 84% success rate (41/49) for LFS and 92% success rate (46/50) for HFS (NS, *p* = 0.234, Fisher\'s exact test).

Of the 64 subjects with predominant low back pain, 92% (59/64) were successes vs. 80% (28/35) of those with leg pain exceeding or equaling low back pain. This difference was not statistically significant (Fisher\'s exact test, *p* = 0.107).

Table [2](#ner12970-tbl-0002){ref-type="table"} presents the adverse events observed in the 99 subjects during the trial phase: one infection (1%), which was recorded as a "serious adverse event" (SAE) and led to removal of the device followed by reimplantation after treatment and 10 migrations. Most migrations occurred at the beginning of the trial period. Five LFS subjects experienced "unintended stimulation," i.e., undesired paresthesia in an extraneous location (e.g., in the flank) or at a higher intensity than desired.

###### 

Treatment‐Related Adverse Events.

  ------------------------ ----------- ------------------------- ------------------------- ---------------------------------
                                       HFS (*N* = 50), *N* (%)   LFS (*N* = 49), *N* (%)   Whole group (*N* = 99), *N* (%)
  SAEs total               Subjects    0                         1 (2)                     1 (1)
  AEs total                Subjects    6 (12)                    19 (39)                   25 (25)
  Type of AE               Migration   3 (6)                     7 (14)                    10 (10)
  Unintended stimulation   0           5 (10)                    5 (5)                     
  Incisional pain          0           3 (6)                     3 (3)                     
  Loss of stimulation      0           2 (4)                     2 (2)                     
  Infection SAE            0           1 (2)                     1 (1)                     
  Other                    3 (6)       2 (4)                     5 (10)                    
  ------------------------ ----------- ------------------------- ------------------------- ---------------------------------

SAE = serious adverse event; AE = adverse event; HFS = high frequency stimulation; LFS = lower frequency stimulation; *N* = number.

DISCUSSION {#ner12970-sec-0015}
==========

We have no RCT evidence 1) to what extent SCS screening trials predict long‐term outcome; 2) if they do, what trial duration is optimal; and 3) whether their added cost (by comparison with single stage implantation) is justified. Percutaneous temporary electrode placement was introduced in the 1970\'s to accommodate an SCS screening trial [1](#ner12970-bib-0001){ref-type="ref"}, [11](#ner12970-bib-0011){ref-type="ref"}. This method was soon adopted for electrode implantation for chronic use, avoiding the need for a laminectomy for the second stage of treatment [12](#ner12970-bib-0012){ref-type="ref"}. Demonstration of pain relief with a temporary implant before implantation of a more costly and potentially more risky permanent system was required by Medicare in 1979 as a prerequisite for reimbursement. Some payers (e.g., the Belgian health care system, which requires a 30‐day trial) require longer screening with a temporary electrode connected to an external PG as a condition for reimbursement [13](#ner12970-bib-0013){ref-type="ref"}, [14](#ner12970-bib-0014){ref-type="ref"}.

Although SCS typically has been a two‐stage procedure, some clinicians have met the above requirements with "on table trials," proceeding to PG implantation in a single stage and have reported overall results comparable to those achieved with more prolonged trials [15](#ner12970-bib-0015){ref-type="ref"}, [16](#ner12970-bib-0016){ref-type="ref"}. Indeed, the most‐cited, largest, and longest‐term studies have reported overall long‐term success rates on the order of 50% of those receiving SCS implants for chronic use after successful two‐stage screening trials [3](#ner12970-bib-0003){ref-type="ref"}, [17](#ner12970-bib-0017){ref-type="ref"}, indicating that trials have limited sensitivity. Moreover, Oakley reported in 2008 that permanent implants had worthwhile long‐term results in a small series of subjects whose trials did not reach the threshold for "success" [2](#ner12970-bib-0002){ref-type="ref"}, indicating that trial failure does not preclude long term SCS success. Thus, trials have limited specificity as well.

The percutaneous exit of a lead or catheter limits screening trial duration, as the external segment is by definition contaminated. If left in place for a "sufficient" amount of time, which cannot be predicted, it is reasonable to assume that the attached implant will eventually become contaminated and cause infection [14](#ner12970-bib-0014){ref-type="ref"}. Thus, even if the screening trial with externalized percutaneous components is abbreviated to minimize the risk of infection, this risk remains. Furthermore, if an infection does not become apparent until after a costly PG has been implanted, the entire implanted system generally requires removal, interrupting treatment until the infection has been successfully treated and a new system can be implanted. Unfortunately, some subjects never regain successful pain relief after removal of a system due to a complication.

Contemporary practice, thus, limits screening trial duration to the time required to achieve success, commonly defined as at least 50% relief of pain compared with baseline. If SCS screening trials were routinely extended to the 30 days used in this study, we would expect that some responses would reveal themselves as false positives and others as false negatives. Thus, we believe that short SCS screening trials increase the likelihood that an implant intended for chronic use will ultimately fail to provide pain relief and require removal or, conversely, will increase the possibility of a false negative result, leading to failure to treat a subject who would have been a treatment success. Both scenarios increase risks and generate additional health care costs.

If SCS were a drug, the typical screening trial duration would be weeks, even months, to allow for dose titration, management of side effects, and assessment of response. Similarly, novel waveforms developed in recent years, some of which have demonstrated superior results, should be included in SCS screening trial protocols. Because no single waveform has been shown to be uniformly effective in all patients, and a waveform that is inferior overall in a study population might nevertheless be the most effective choice for select patients, patients considering SCS should ideally be exposed to the multitude of programming parameters. A screening trial abbreviated in an attempt to reduce the risk of infection does not offer this possibility. Indeed, in clinical practice, the duration of an ideal screening trial should be as long as necessary to try as many waveforms as an individual subject requires. Obviously, this would be highly variable, and only wireless technology makes a sufficient trial duration feasible.

Limitations {#ner12970-sec-0016}
-----------

Although the present study showed relatively high trial success rates for the wireless SCS system during 30‐day trials by comparison with prior SCS literature, we had no control group using alternative technology or shorter trials, and thus can draw no definitive conclusions. We hypothesize but have not proved that the results of longer "trials" will approach and thus better predict long‐term results. In fact, single‐stage wireless implants blur the distinction between the "trial" period and therapy with the "permanent" system, as the same implant is used for both.

This study protocol allowed the participants in the LFS arm to switch between various LFS waveforms, but the participants could not switch between LFS and HFS waveforms during the 30‐day period. High success rates were observed in both treatment arms, but crossover might have yielded additional successes during the trial period. In 2015, Smith et al. [18](#ner12970-bib-0018){ref-type="ref"} reported that subjects who failed to obtain successful pain relief with LFS achieved success with HFS; conversely, in a crossover trial comparing LFS and higher frequency burst waveforms, a subset of subjects preferred LFS, even though the new waveform was found to be superior overall in that population [19](#ner12970-bib-0019){ref-type="ref"}. Thus, bidirectional crossover could have improved our screening trial yield.

The primary outcome of the RCT upon which this report is based [20](#ner12970-bib-0020){ref-type="ref"} was a comparison of benefits and risks of different waveforms, not of different trial strategies. An RCT to address different trial strategies would require randomizing subjects to different methods of trialing. Such a study is presently underway [21](#ner12970-bib-0021){ref-type="ref"}. Given our observations in the present study, an RCT comparing screening trials using wireless implants with trials using externalized components might be deemed unnecessary and, thus, no longer be permitted by an institutional review board or ethics committee.

This protocol was limited to subjects with pain and a history of lumbosacral spine surgery; therefore, the level of electrode placement was limited to the thoracic spine. To the extent that high successes have been reported for SCS trials for other pain conditions, including those that require electrode placement at the cervical spine level, the present discussion might be relevant, but direct evidence is lacking.

The rate of migration observed in this study was comparable to that reported in many SCS series, but lower rates are achievable. A new anchoring system specifically for this wireless SCS system was introduced shortly after the conclusion of study enrollment and is expected to mitigate the problem.

CONCLUSIONS {#ner12970-sec-0017}
===========

Using wireless single‐stage SCS implants to allow for an extended screening trial period with various waveforms, we observed a high rate of trial success with LFS as well as HFS. We also observed a low incidence of infection (as expected because wireless implants eliminate percutaneous trial leads and extensions). Longer‐term follow‐up will allow assessment of the rate at which the subjects in this study have achieved lasting success while avoiding the morbidity and expense of a second device and a second procedure, thereby improving cost‐effectiveness.

Authorship Statement {#ner12970-sec-0018}
====================
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COMMENTS {#ner12970-sec-1001}
========

This is a spin off manuscript concerning the outcomes of trial stimulation using various modes of spinal cord stimulation using a new wireless SCS system. The authors report a high success rate, 88%, greater than 50% pain reduction at 30 days when comparing to baseline pain ratings. The long‐term outcome cohort will be published but unfortunately elsewhere. More interesting is how "the trial period" metamorphoses into a long‐term therapy. The manuscript includes a discussion concerning whether a short‐term trial period can predict long term outcome. This reviewer believes that clinical patient selection and education about chronic pain management is key to achieve good long‐term outcomes, not whether a trial period is effective or not.

To be honest, in healthcare systems like USA, you may be stuck with slavishly doing trials and implants because your reimbursement system rewards this methodology rather than careful multidisciplinary assessment teams. This is why a technological solution such as wireless SCS may help to break the impasse in the USA. Thankfully in my healthcare system we are able to develop the processes of SCS delivery more freely than rely on such technological change.

Simon Thomson, MBBS

*Basildon, United Kingdom*

\*\*\*

The study reports a novel and interesting approach to trialing SCS made possible by the introduction of new technology. While it is tempting for the reader to theorize that a longer duration of SCS screening trial would increase the chances of long term SCS success, this is far from established fact.

It is equally possible that other factors related to CNS adaptation, long term failure of SCS targeting, or simply psychosocial factors constitute the major drivers of long term SCS failure and as such a longer duration trial may have little impact on the long term outcomes. As a matter of fact, the Belgian law requirement of a 4‐week trial has not been demonstrably associated with a lower rate of long term failures (1).

Sam Eldabe, MB ChB

*Middlesbrough, United Kingdom*
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\*\*\*

This randomized multicenter study of 99 patients compares the effect of 10 kHz high frequency (HF) stimulation with the effect of lower frequency stimulation (LF, below 1.500 Hz) during a 30‐day screening period. The stimulation was accomplished with a fully implantable wireless SCS device in a single stage procedure with on‐table paresthesia testing.

The authors report a high trial success rate with both HF and LF waveforms (92% vs 85%, NS). In this study 9 out of 10 patients achieve at least 50% pain relief at 30 days. Interestingly, the group with predominant low back pain performed slightly better than the group with leg \> low back pain (92% vs 80%, NS).

This study raises the question of what exactly is defined by the SCS trial. Is it the on‐table trial with paresthesia testing or the 30 days screening period? Additionally, how long does a SCS trial have to last?

And what factors contribute to the very good success rate? Is it the expertise of the physicians in selecting the right patients? Is it the good operation technique? Is it the exact electrode placement dependent on the paresthesia mapping in the awake Patient? Is it the screening period of 30 days? Or, is it the wireless stimulation device by itself? At least the category of wave form (HF vs LF) does not play a decisive role, since both groups have almost the same success rate. However, it would be of interest to analyze the utilized frequency and wave form in the group of patients treated with lower frequency stimulation (LF).

In arguing that the functionality of stimulation devices is based on the same technical principles, the achieved pain relief of this wireless device study can be transferred to fully implantable systems with primary cell or rechargeable pulse generators. In comparison to IPG devices, the infection rate of 1% is lower, while the rate of lead migration (10%) is almost the same.

As the authors noted, the second phase of the randomized controlled trial will provide results on the long‐term outcome.

Therefore, I am looking forward to seeing the results of the second study.

Dr. med. Matthias Winkelmüller

*Hannover, Germany*

Comments not included in the Early View version of this paper.

PATIENT SELECTION CRITERIA {#ner12970-sec-0020}
==========================

≥18 years of age at informed consent.History of lumbosacral spine surgery.Chronic back or back and leg pain with an average back pain score \>5 on a 0 to 10 scale recorded on a pain diary for 14 days after baseline assessment.Pain refractory to conventional medical management with stable medication for at least 12 months prior to enrollment.Able to comply with the study requirements, including completion of a pain diary and operating the programmer and recharging equipment.Neuropsychosocially appropriate candidate as assessed by a clinical psychologist.No postherpetic neuralgia or chronic condition requiring regular opioids.Good surgical candidate with no health condition that contradicts SCS (e.g., anatomic abnormality that could jeopardize device placement, mechanical instability revealed on imaging within the past 6 months, a need for MRI or diathermy, uncontrolled diabetes, abnormal bleeding or coagulopathy, unresolved malignancy in the past 6 months, active systemic infection, immunocompromised, substance abuse).No legal concern that could confound study results.Not enrolled in another study.No implanted device or previous SCS experience.For women, not pregnant, using adequate birth control, or past child‐bearing age.Life expectancy \>1 year.
